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510k Summary of Safety and Effectiveness

This summary of S10(K) satcty and eflectiveness information is being submitted in accordance with the
requirements of SMIDA 1990 and 21 CFR 807,92

Fhe assigned SHO(k) number is:

Applicant Information.

Date Prepared: March 29, 1999
Name: Columbia Bioscience, Inc.
Address: 8775 M Centre Park Ddrive, #339

Columbia, MD 21043

Contact Person: Norman Jenkins
PhonecNumber. 410-995-1278
IFax Number 410-995-0508

Device Information:

Trade Name: £ Mumps 1gG ELISA Kit
Common Name: Mumps 1gG EIA Test

Classification Name:  Mumps Serological Reagent

Equivalent Device: Wampole Mumps 1gG ELISA Kil

Device Description: The £ Mumps 1gG ELISA Kitis an Enzyme-Linked ImmunoSorbent Assay (EEENAS fog
the detection of IgG antibodies to Mumps antigen in human serum

Intended Use: For the qualitative and semi-quantitative determination of 1gG antibodies to Mumps vivus i
human serum of adults over eighteen years of age by indirect enzyme immunoassay as an aid i the diagnosis of
Mumps infection. The evaluation of paired sera, to determine a significant increase in Mumps e antibody it
can also aid in the diagnosis of acute intection by seroconversion determination through testing acute and
convalescent sera. The test can be performed either manually or in conjunction with the MAGO® Plus
Automated EIA processor. Performance characternistics have not been established on children

Principle of Procedure:

Puritied Mumps antigen is bound to microwells. Diluted patient sera, Cut-OfY Cahbrator and controls are placed
1 the microwells and incubated. Anti-Mumps lgG antibodies, if present, will bind 10 the antigen torming anngen-
antthody complexes. Residual sample is eliminated by aspirating and washing. Conjugate (horseradish
peroxidase-labeled anti-human 12G) is added and will bind to these complexes. Unbound conjugate s renos ed
by aspiration and washing. Substrate is then added and incubated n the presence of bound enzyme the substiaie
as converted to an end product. The absorbance of this end product can be read spectrophotometcically ar 456
nm (reference 600-630 nm) and is directly propaortional 1o the concentration ol oG antibodies (0 Mumps preses
i the sample.
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Performance Characteristics

A. Comparison with Another ELISA Test

Fresh seei from one hundred seventy-three paticats were tested ata chinical commmercial laboratory, focated w
the Mid-Auaatic arca, using the Zs-Mumps 1gGtest Kitand iccommercially available kit for Mumps e
antibodies. The dat inFable + show (he relative sensitivity, speciticity i overall agreement of the /s-
Mumps [gGolest Kit versus this comerciad Mumps G ELISAC

TABLE 1

Ix-NMumps g Test Kit

POSITIVI SLOQUIVOCAL | NEGATIVE
POSITIVL 160 0 0
Other *LQUIVOCAL 0 0 0
LLISA
NEGATIVI A Fyee 10

95 Cl
Relitive Sensitivity = 16O/LO0 = TOOY Y7 T - 10U,

A

Relative Speciticily = HO/13 = 76.9% 406.2% - 3.0
Overall Agreement = 17/173 = YS.3% VS.0%: - 99 6°%

* Paguivacal eoaslls woere excludad foom caloubiiona.,
BE A3 e were postave by TEAL

R serwere positive by 1A

Wyrys - Neaqah .. e atl ‘recls 2 e deoor " *, )
NOTL - Please be advised thal ‘relavve’ relers o die comparison of the assay’s resulls 1o that ol o sl
assay. ‘There was nob an attempt Lo correlate tie assay's results with Jiscase presence ar absence. No
dudgment can be anade on the comparison’s accuracy 1o predict discasce.
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B. Reproducibility

o determine the reproducibility of the fa-Munps [gGTest Kit four posiive iid two negalive sers were assityed ten
times cach in theee dilferent runs at three dsfferent sites. The 3 sites included: the manatacturer, a rescarcluand develop-
ment laburatory, and a clinical commercial Iaboratory. FPhe intra- and interassiy reproducibility obtained it caclisite is
shown inlables?, 3 and 4.

TABLE 2 : Site #1 - Intra-Assay and Interassay Reproducibilily

SERUM | INTRA-ASSAY RUN 1 | INTRA-ASSAY RUN 2 | INTRA-ASSAY RUNJ INTERASSAY
MEAN CvY% MEAN CVv'h MEAN CV% MEAN CV%
INDEX INDEX INDEX INDEX
A (POS) 11 4.26 1.17 B.82 1.24 8.90 1147 .70
B (POS) 1.26 519 1.34 6.04 1.38 482 1.33 6.36
C(POS) 1.95 9.02 2.02 5.23 217 4.22 2.05 7585
D (POS) 1.74 7.27 1.64 B.67 1.73 7.68 1.70 7.48
E (NEG) 0.15 40.25 0.18 23.53 0.23 21.39 018 3218
FINEG) Q.14 39.81 013 3909 0.16 39.68 014 3903

TABLE3J : Site #2-Intra-Assay and Interassay Reproducibility

SERUM | INTRA-ASSAY RUN 1 | INTRA-ASSAY RUN2| INTRA-ASSAY RUNY INTERASSAY
MEAN CV'% MEAN Cv% MEAN CV% MEAN CV%
tINDEX INDEX INDEX INDEX :

A (POS) 1.188 6.30 1.248 6.53 1.371 9.35 1.269 963

8 {(POs) 1.384 105 1.338 6.38 1.515 6.57 1.412 9.43

C (POS) 2.110 6.94 1.976 6.74 2.247 8.75 2.1 9.09

D (POS) 1.673 4.86 1.738 7.98 1.949 5.05 1.787 8.92

E(NEG) 0.227 9.44 0.247 15.95 0.314 11.60 0.263 18.06

F {(NEG) 0175 B.14 0.188 437 0.228 a8 0.200 13.02

TABLEH : Site #3 - Intra-assay and Intcrassay Reproducibility

SERUM |} INTRA-ASSAY RUN 1] INTRA-ASSAY RUN 2] INTRA-ASSAY RUN 3 INTERASSAY
MEAN CV'% MEAN CV% MEAN CV% | MEAN CV%
INDEX INDEX INDEX INDEX
A (POS) t.21 10.20 1.24 7.00 1.18 6.15 .21 8.04
B (POS) 1.3 4.49 1.3 2.57 1.3 512 1.31 4.06
C (POS) 210 7.04 2.08 5.84 209 6.51 2.09 6.28
D (POS) 1.83 5.75 1.7 8.72 1.67 4.69 1.74 7.54
£ (NEG) 0.28 34.40 0.24 15.53 0.16 2435 0.23 35.19
F (NEG) 0.20 15.41 0.21 B.87 Q.16 15.48 0.19 17.49

C. Correlation of Manual and MAGO Plus Results

Fhe fy-Mumps [gG lest Kit has been developed for automided as well as manoal usc. To demoustrate the cquivirs
fence of the niuual and MAGO Plus procedures, the results of 153 scnun samples, (ested by both methads, were plotied.
A scanergrum and regression line of the results oblained with 95% confidence intervals is shown in Fizure b Phe data
indicate good correlation with a Pearson Correliation Coclficient of (.95 )
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FIGURE | : Manual and MAGO Plus Result Correlation
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D. MAGO Plus Reproducibility

The reproducibility of the assay when perloned o the MAGO Plus Attensied BEEA Processor wits deteiniisicod by
assitying six scra ten tunes cach in three different runs, ‘Tables shows the inga-and interassay reproducibility obinsed
using the MAGO Plus.

TABLES : Site #2-Intra-Assay and interassay Reproducibility - MAGO Plus

SERUM 1INTRA-ASSAY RUN 1 PNTRKASSAY RUN2 INTRA-ASSAY RUNSJ INTERASSAY
MEAN CV% MEAN CV% MEAN CV% MEAN CV4
INDEX INDEX INDEX INDEX
ATPGS) T2 2 s 1.3 1004 LI 997 7 TU.03
B(rOS) | 1.4 11.60 1.5 692 15 13.0G 1.5 11.50
C(POS) 22 10.96 23 8.93 2.3 8.72 2.2 9.82
D (PQS) 1.9 10.27 1.9 8.06 . 1.8 8.42 1.9 8.84
[ (NEG) 0.2 28.41 0.2 G.00 0.2 2357 0.2 2119
F (NEG) 0.1 0.00 0.1 2875 01 28.75 0.1 23.79
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Food and Drug Administration
2098 Gaither Road

SEP 3 1009 | Rockville MD 20850

DIAMEDIX Corporation
¢/o Mr. William Boteler
ImmunoProbe, Inc.

1306F Bailes Lane
Frederick, Maryland 21701

Re: K991274
Trade Name: Mumps IgG ELISA Test System
Regulatory Class: 1
Product Code: LJY
Dated: June 25, 1999
Received: June 28, 1999

Dear Mr. Boteler:

We have reviewed your Section 510(k) notification of intent to market the device referenced
above and we have determined the device is substantially equivalent (for the indications for use
stated in the enclosure) to legally marketed predicate devices marketed in interstate commerce
prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to devices that
have been reclassified in accordance with the provisions of the Federal Food, Drug, and
Cosmetic Act (Act). You may, therefore, market the device, subject to the general controls
provisions of the Act. The general controls provisions of the Act include requirements for
annual registration, listing of devices, good manufacturing practice, labeling, and prohibitions
against misbranding and adulteration.

If your device is classified (see above) into either class II (Special Controls) or class III
(Premarket Approval), it may be subject to such additional controls. Existing major regulations
affecting your device can be found in the Code of Federal Regulations, Title 21, Parts 800 to
895. A substantially equivalent determination assumes compliance with the Current Good
Manufacturing Practice requirements, as set forth in the Quality System Regulation (QS) for
Medical Devices: General regulation (21 CFR Part 820) and that, through periodic QS
inspections, the Food and Drug Administration (FDA) will verify such assumptions. Failure to
comply with the GMP regulation may result in regulatory action. In addition, FDA may publish
further announcements concerning your device in the Federal Register. Please note: this
response to your premarket notification submission does not affect any obligation you might
have under sections 531 through 542 of the Act for devices under the Electronic Product
Radiation Control provisions, or other Federal laws or regulations. :
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Under the Clinical Laboratory Improvement Amendments of 1988 (CLIA-88), this device
may require a CLIA complexity categorization. To determine if it does, you should contact
the Centers for Disease Control and Prevention (CDC) at (770)488-7655.

This letter will allow you to begin marketing your device as described in your 510(k)
premarket notification. The FDA finding of substantial equivalence of your device to a
legally marketed predicate device results in a classification for your device and thus, permits
your device to proceed to the market.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801
and additionally 809.10 for in vitro diagnostic devices), please contact the Office of
Compliance at (301) 594-4588. Additionally, for questions on the promotion and
advertising of your device, please contact the Office of Compliance at (301) 594-4639.
Also, please note the regulation entitled, "Misbranding by reference to premarket
notification" (21 CFR 807.97). Other general information on your responsibilities under the’
Act may be obtained from the Division of Small Manufacturers Assistance at its toll free
number (800) 638-2041 or at (301) 443-6597 or at its internet address
"http://www.fda.gov/cdrh/dsmamain.html]"

Sincerely yours,

M%

Steven I. Gutman, M.D., M.B.A.

Director :

Division of Clinical Laboratory Devices
Office of Device Evaluation

Center for Devices and Radiological Health

Enclosure
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Page | of |
510(k) Number: Not Known

Device Name: & Mumps 1¢G ELISA

Indications For Use: For the qualitative and semi-quantitative determination of 1gG
antibodies to Mumps virus in human serum of adults over eighteen years ot age by indirect
enzyme immunoassay as an aid in the diagnosis of Mumps infection. The evaluation of
paired sera, to determine a significant increase in Mumps lgG antibody titer, can also aid
in the diagnosis of acute infection by seroconversion determination through testing acute
and convalescent sera. The test can be performed either manually or in conjunction with
the MAGO® Plus Automated EIA processor. Performance characteristics have not heen
established on children.
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